
Hydrim C61 G4 Dosing Reservoir 
Removing & Reinstalling 
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Removing & reinstall dosing reservoir 
Disconnect chemical bag, run shipping cycle to drain system, power off unit and disconnect power 
cord. 
Remove right side cover. 
Cut cable ties and disconnect inlet and outlet tubing from reservoir bottom. 
Disconnect snap connector on red wire 55/56 to the float switch. 
Cut cable tie on overflow outlet tubing and detach. 
Remove 2 screws to remove dosing reservoir from chemical bracket. 
 
To reinstall: 
Attach overflow outlet tubing using cable tie. 
Attach inlet and outlet tubing using cable ties. 
Put dosing reservoir into position and replace 2 screws to attach to chemical bracket. 
Reconnect snap connector on red wire 55/56 to float switch. 
Reinstall right side cover. 
 
 

 
 
 


